Simple on-site assembled blower-mister device provides sufficient humidification and visualization in off-pump surgery.
To effectively perform an anastomosis on a coronary artery under beating heart conditions, the anastomotic site must be cleared of blood to allow visualization for accurate suturing. We describe a simple, cost effective, on-site assembled blower-mister system.